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measurement of ESR in clinics and diverse off-laboratory 
settings.
Keywords Red blood cell · Erythrocyte sedimentation 
rate (ESR) · Aggregation · Dextran · Point-of-care · 
Microfluidics
1 Introduction
Red blood cells form face-to-face linear or branched 
structures, called as rouleaux, under static conditions or 
low shear rates in the presence of appropriate macromol-
ecules (Baskurt et al. 2011a; Chien 1975; Merrill 1969; 
Neu and Meiselman 2007). This process is reversible, and 
cells can be dispersed individually when a disaggregating 
shear rate is applied to the cells (Baskurt et al. 2011b; Lim 
et al. 2010; Mehri et al. 2014; Shin et al. 2009). Aggrega-
tion is a critical factor for the determination of blood vis-
cosity (Chien et al. 1967) and hematocrit level (Deng et al. 
1993; Xu et al. 2008); hence, it is physiologically relevant 
to in vivo microcirculation of blood (Baskurt et al. 2011a; 
Baskurt and Meiselman 2013; Tuma et al. 2011). Red 
blood cell aggregation associated disorders include hyper-
tension (Lominadze et al. 1998) and thrombosis (Andrews 
and Low 1999). In addition to (1) the shear forces applied 
to the cells (Baskurt et al. 2011b; Lim et al. 2010; Shin 
et al. 2009) and (2) the cellular factors (electrostatic repul-
sion, membrane strain) (Chien and Jan 1973; Jan and 
Chien 1973; Nash and Meiselman 1983; Rampling et al. 
2004), the aggregation process is affected by the presence 
and concentrations of macromolecules in the suspending 
medium (fibrinogen or dextran) (Armstrong et al. 2001; 
Barshtein et al. 1998; Neu et al. 2008). Two hypotheses are 
proposed for the explanation of the aggregation dynamics, 
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both without clear elucidation (Baskurt et al. 2011a): bridg-
ing and depletion (Baskurt et al. 2011a; Bishop et al. 2001; 
Neu et al. 2008; Rampling et al. 2004). The former claims 
that the cells clump due to the attractive forces caused by 
the adsorption of the macromolecules on the cell surfaces 
(Chien 1975). The latter proposes that aggregation occurs 
when macromolecule concentration near the cell surface is 
low (Asakura and Oosawa 1954). Aggregation of red blood 
cells can be quantified by photometric devices that monitor 
the interaction of cells with incident light passing through 
the sample (Baskurt et al. 1998, 2009, 2010; Hysi et al. 
2012).
Indirect screening of inflammatory conditions such as 
rheumatism and tuberculosis is carried out in clinics by 
a simple routine test named erythrocyte sedimentation 
rate (ESR) (Hardwicke and Squire 1952; Tilted and Short 
1999; Westergren 1921). This test is also a non-specific 
measure of some non-inflammatory disorders including 
heart failure and cancer (Andresdottir et al. 2003; Gil-
lum et al. 1995; Johansson et al. 1992; Singh et al. 2014; 
Sox and Liang 1986). ESR expresses the separation rate 
of red blood cells from plasma in a vertically positioned 
tube (Baskurt et al. 2011a; Dima et al. 2016). The plasma 
height, which is read after 1 h of sample introduction to 
the tube, gives the ESR value. ESR values above 30 mm/h 
are accepted to be in the clinical range and require further 
clinical investigation (Baskurt et al. 2011a). In the clinical 
settings, the common techniques performed to determine 
ESR are Wintrobe (Wintrobe and Landsberg 1935) and 
Westergren (Westergren 1921) methods differing based 
on the tube size and anticoagulant type (Bull and Brails-
ford 1972; Gilmour and Sykes 1951). The test is usually 
performed by a personnel in the clinics, but there are also 
automated benchtop products on the market (Plebani et al. 
1998).
Microfluidic platforms hold great potential for health 
monitoring and diagnostics especially when there is need 
for rapid analysis using low sample volumes (Jiang et al. 
2011; Li et al. 2012; Manage et al. 2011; Yang et al. 2014). 
In our previous work, we reported a microfluidic system 
for the measurement of ESR from aggregation process in 
2 min using 40 µl of whole blood (Isiksacan et al. 2016a). 
The system quantifies the rate of rouleaux formation and 
reports ESR, based on the relationship between ESR and 
red blood cell aggregation. Stokes’ Law states that the sedi-
mentation velocity of particles is proportional to their sizes 
(Stokes 1851). Since red blood cell aggregates are larger 
in size compared to individual cells, their sedimentation 
velocities are expected to be higher. This relationship was 
investigated for the realization of rapid ESR measurement 
from aggregation dynamics.
Herein, we further examined the underlying mecha-
nism and the performance of this microfluidic system in 
an effort to address the practical aspects of this method, 
which is crucial when developing a truly sample-in 
result-out system. We used an aggregation inducer mac-
romolecule (70 kDa Dextran) of different concentra-
tions to change the aggregation dynamics of whole blood 
acquired from a single donor. We found a concentration 
interval where aggregation, thus ESR, increases lin-
early with dextran concentration. We have also demon-
strated that bridging hypothesis can be used to explain 
the aggregation process. After finding the appropriate 
concentration levels, the performance of the microflu-
idic system was successfully demonstrated. Disaggre-
gation of the cells within the microfluidic chips at the 
start of the test is critical, which is determined by the 
applied shear rate on the cells (Baskurt et al. 2011b; 
Lim et al. 2010; Mehri et al. 2014; Shin et al. 2009). 
We have shown computationally and experimentally 
that the choice/design of the mechanical unit, which is 
a pinch valve in this presented work, is critical to obtain 
adequate shear rate and therefore to perform a success-
ful measurement. It was also shown that device orienta-
tion and vibrations do not alter the results of the ESR 
measurements. In addition, the microfluidic system was 
further improved to allow ESR measurement of veni-
puncture blood (suitable for clinical use) and finger-
prick blood (suitable for on-site use) on the same chip. 
The performance of the improved system shows that this 
microfluidic platform is suitable for point-of-care ESR 
measurement, which can be performed by non-technical 
personnel in resource poor settings.
2  Experimental
2.1  Materials
10 ml whole blood was obtained from a healthy male 
donor at Bilkent University Health Center (Ankara, Tur-
key) into a vacuum tube containing ethylenediamine-
tetraacetic acid (EDTA; 1.5 mg/ml) to prevent coagula-
tion. The blood was centrifuged three times at 4000 rpm 
for 4 min, and the plasma portion was replaced with 
1 × PBS solution after each step. (1) After centrifuga-
tion, five micro centrifuge tubes (T1,…T5) were filled 
with 500 µl of the PBS-suspended red blood cells. Then, 
70 kDa Dextran (Sigma-Aldrich) was added to the tubes 
at amounts of 0, 2.5, 5, 7.5, and 10 mg. Then, dextran 
was dissolved in the tubes by mixing the samples for 
2 min with a pipette. (2) For red blood cell monitoring 
tests, after the centrifugation, a micro centrifuge tube was 
filled with 5 µl of the PBS-suspended red blood cells and 
125 µl PBS. Then, 1 mg 70 kDa Dextran was added and 
dissolved by 2 min gentle mixing.
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2.2  Theory
Stokes’ Law relates the settling velocity of a spherical par-
ticle in a medium to its size (Stokes 1851). There are three 
forces acting on a particle suspended in a medium: gravita-
tional, buoyancy, and drag forces. Using these three forces, 
the particle velocity is found as:
where ϑ is particle settling velocity, ρ is density, g is gravi-
tational acceleration constant, μ is medium dynamic vis-
cosity, and r is particle radius. This equation states that the 
settling velocity of a particle scales quadratically to its size.
2.3  Microfluidic chip fabrication
The material of choice for the microfluidic chips used in the 
ESR measurements was polymethyl methacrylate (PMMA) 
since it is transparent, bio-compatible, and mass-producible 
(Hong et al. 2010). It is also easier to obtain channels on 
a PMMA chip with high aspect ratios, compared to poly-
dimethylsiloxane (PDMS). The chip used for ESR meas-
urements using dextran-mediated blood consists of a 1 mm 
deep, 1 mm wide, and 50 mm long channel, with an inlet 
and outlet (single-channel chip). The chip used for whole 
blood tests consists of two parallel channels with 1 mm 
depth and 1 mm width (double-channel chip): one channel 
for venipuncture blood and the other for fingerprick capil-
lary blood. It has two inlets and a single shared outlet. The 
chip patterns were drawn using a CAD software (Autodesk, 
AutoCAD 2016) and fabricated by CNC machining.
For aggregation monitoring, channels with smaller depths 
are needed because of the high population and small size of red 
blood cells (around 5–7 µm) that make their visualization chal-
lenging in deep channels. CNC-machined PMMA chips are not 
suitable for monitoring of red blood cells for two reasons. First, 
CNC-machining leaves a rough surface reducing the transparency 
of the channel. Second, thicknesses of the commercially available 
PMMA layers are not uniform, leading to chip-to-chip variation 
in microfabrication. Therefore, a shallow PDMS microfluidic 
chip was designed for visualization of red blood cell aggregation 
(Cai and Neyer 2010; Viero et al. 2012). The following equation 
should be satisfied to apply the same shear rates on cells in differ-
ent channel segments when the same pressure is applied:
where w is the channel width and h is the channel height 
(Isiksacan et al. 2016a). Therefore, the width of the 
PDMS chip was defined according to the width (1 mm) 
and the height (1 mm) of the channel of the PMMA chip. 
The width was set to 150 µm for better cell visualization. 














44.5 mm wide, and 50 mm long channel. The PDMS chip 
was fabricated based on a modified version of a rapid fab-
rication method recently reported (Isiksacan et al. 2016b). 
Firstly, the patterns were drawn using a CAD software 
(Autodesk, AutoCAD 2016). Then, 150 µm thick adhe-
sive tape was applied on a PMMA substrate, and the tape 
was laser-ablated using a 30 W CO2 laser (Epilog, Zing) 
to obtain the desired patterns. After the ablation, the off-
channel regions were peeled off the substrate finalizing 
the mold. PDMS (Sylgard 184, Dow Corning), prepared 
at 10:1 ratio and debubbled, was poured onto the mold, 
and the mold was placed on a hotplate at 40 °C for 12 h 
for PDMS curing. Then, the cured PDMS was removed 
from the mold, inlet and outlet holes were punched, and 
the PDMS was bonded to a glass slide using O2 plasma.
2.4  Measurement system
We used the microfluidic system that is schematically shown 
in Fig. 1 (Isiksacan et al. 2016a). It consists of a PMMA 
microfluidic chip and an opto-electro-mechanical analyzer. 
In the analyzer, a solenoid pinch valve (EW-98302-06) was 
used in order to shake the blood sample. This valve gener-
ates continuous back and forth motion of the blood sam-
ple in the channel, and thus disaggregates the red blood 
cells. For the quantification of the interaction between the 
incident light and cells, which forms the basis of the work-
ing principle of the measurement system, an optical system 
was developed. The analyzer contains a light-emitting diode 
(VSMG2700, Vishay) in the near-infrared (NIR) band (wave-
length = 830 nm) and a photodetector (VEMT4700, Vishay), 
former at the top and latter at the bottom of the chip, respec-
tively. Using NIR light, the optical transmission of hemo-
globin is minimized, and thus higher transmission signal is 
obtained (Uyuklu et al. 2011). For comparison of ESR results 
Fig. 1  Schematic representation of the microfluidic system used for 
ESR measurement. Solenoid pinch valve is used to disaggregate the 
cells after blood sample is filled in the PMMA chip. Photodetector 
measures the transmitted optical signal through the channel
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from venous and capillary blood samples, another analyzer 
was developed which contained two light-emitting diodes 
and two photodetectors. Each set of light source and photo-
detector was aligned with one of the parallel channels of the 
PMMA chip. The test cycle starts off by filling 40 µl blood 
sample into the inlet port of a channel. Red blood cells clus-
ter immediately after they are introduced to the microfluidic 
chip. Following the sample injection into the channel through 
the inlet port, the pinch valve operates for 15 s to disaggre-
gate the cell clusters. When the cells completely disaggregate, 
the intensity of the transmitted optical signal measured by the 
photodetector is at the lowest value. As the cells start reaggre-
gating, intensity increases until the cells completely aggre-
gate, after which the intensity stays constant.
3  Results and discussion
3.1  ESR measurement using dextran‑mediated blood
As discussed in the materials section, five blood sam-
ples with different dextran concentrations were prepared: 
0, 5, 10, 15, and 20 mg/ml. Since red blood cells were 
suspended in PBS, all the macromolecules affecting the 
aggregation dynamics were out of play. Only consideration 
was the 70 kDa dextran that was known to alter the aggre-
gation dynamics, by either inhibiting or enhancing aggre-
gation depending on the concentration (Neu et al. 2008). 
40 µl of each sample was pipetted into a single-channel 
PMMA chip, and the optical transmission signal was col-
lected for 150 s. Each sample was tested four times. Since 
the four signal profiles were almost the same, only one sig-
nal for each sample was presented in Fig. 2a. For the opti-
cal transmission signals, three sedimentation indices (SI1, 
SI2, and SI3) are calculated for the quantification of aggre-
gation (Fig. 2b) (Baskurt et al. 2011a). SI1 is calculated by 
taking the ratio of the area under the signal curve (AUC) to 
the total area of the signal (AUC + AAC). SI2 is the ampli-
tude of the optical signal intensity, and SI3 is the time when 
the intensity reaches half of the maximum value. For a set 
of sedimentation index values, each value is also divided 
by the maximum value of the set. These indices were cal-
culated at 30th, 60th, 90th, and 120th s of the optical trans-
mission data. Figure 2c shows the calculated SI1 values at 
different dextran concentrations and at different analysis 
times. Similarly, Fig. 2d, e illustrate the SI2 and SI3 values, 
Fig. 2  Blood samples with different dextran concentrations tested 
with the microfluidic system. a Transmitted signal intensities of five 
samples were measured using the system. The signals are offset to 
zero initial intensity. b Schematic drawing of a representative trans-
mission signal and the sedimentation indices calculated from the 
signal. c SI1, d SI2, and e SI3 at different dextran concentrations and 
analysis times
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respectively. According to these results, it is evident that 
amplitude (SI2) is the only index that increases almost lin-
early with the dextran concentration. In addition, at a given 
dextran concentration, SI2 does not vary significantly as a 
function of analysis time. Therefore, SI2 is accepted as the 
most legitimate index for the quantification of aggregation. 
Additionally, Fig. 2d confirms the bridging hypothesis. 
(1) An increase in the concentration of dextran increases 
the amplitude of the transmitted signal intensity. (2) The 
increasing signal intensity implies the formation of larger 
aggregates. Therefore, we conclude that dextran macro-
molecules are adsorbed onto the cell surfaces to enhance 
aggregation.
As the optical measurements were carried out using 
the microfluidic system, 75 µl from each of the five blood 
samples was taken into a hematocrit tube (inner diam-
eter: 1 mm, length: 75 mm). Then, the tubes were placed 
vertically on a stationary rack to measure the sedimenta-
tion rates of the red blood cells for each sample using the 
conventional method (Fig. 3a). The five hematocrit tubes 
containing the samples of various concentrations were 
observed for a total of 4 h. At the end of the 1st, 2nd, 3rd, 
and 4th h, pictures of the tubes were taken, and ESR was 
calculated from these pictures. These values were used to 
compare the conventional measurement results and the 
microfluidic measurement results obtained using SI2 at 
various analysis times (Fig. 3b). According to Fig. 3b, the 
correlation between the conventional measurement results 
and the microfluidic measurement results is above 80% 
for all the analysis times of the optical signal (30th, 60th, 
90th, and 120th s) and at any reading time of the ESR from 
the hematocrit tubes (1st, 2nd, 3rd, and 4th h). Variations 
among correlation coefficient values for different optical 
signal analysis times and different ESR reading times are 
due to several internal factors including sample viscosity, 
ambient temperature, and cell deformability. These factors 
might have different effects on cell sedimentation (con-
ventional measurement) and cell aggregation (microfluidic 
measurement). Specifically, Fig. 3c gives correlation coef-
ficient (% R2) of 87% for 30th s analysis time and 1st h 
conventional ESR reading time using linear regression, and 
Fig. 3d gives correlation coefficient (% R2) of 98.5% for 
120th s analysis time and 4th h conventional ESR reading 
time using linear regression. This confirms that the sedi-
mentation rate of red blood cells obtained from the conven-
tional method and the aggregation rate of red blood cells 
obtained from the microfluidic method have a direct rela-
tionship, proving the validity of the developed system for 
Fig. 3  Comparison of the 
conventional ESR measurement 
and the microfluidic measure-
ment. a Schematic representa-
tion of the conventional ESR 
measurement with hematocrit 
tubes. b Goodness of fit of the 
linear regression curve for con-
ventional measurement result 
versus microfluidic measure-
ment result at different signal 
analysis times and different 
hematocrit tube reading times. c 
Comparison of the conventional 
ESR measurement read after 1 h 
of sample introduction and SI2 
of the optical transmission sig-
nal calculated at 30th s analysis 
time. d Comparison of the 
conventional ESR measurement 
read after 4 h of sample intro-
duction and SI2 of the optical 
transmission signal calculated at 
120th s analysis time
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ESR measurement. From Fig. 3b, it is also clear that the 
analysis time of 90 s gives the highest correlation. There-
fore, this analysis time was used at further studies.
3.2  Effect of measurement conditions
For point-of-care applications, the lab-on-a-chip systems 
should endure off-laboratory use by non-specialists (Chin 
et al. 2007, 2012). Normally, similar diagnostic devices 
operate on a laboratory bench or a desk. On the other hand, 
hand-held devices should be robust enough to handle a 
variety of the use scenarios during the operation (Chin et al. 
2012; Sia and Kricka 2008; Yager et al. 2008). Therefore, 
we investigated the performance of the microfluidic system 
when the device orientation was varied, where the extreme 
condition was the vertical device orientation. In addition, 
such a comparison is critical to verify that the underly-
ing effect, which yields the optical signal demonstrated in 
Fig. 2a, is the aggregation of red blood cells, rather than 
their sedimentation.
For these experiments, we used the PBS-suspended and 
10 mg dextran-added blood sample (T3 tube). The sample 
was tested 5 times in each of the two device orientations, 
horizontal and vertical, using single-channel chips. The opti-
cal transmission signals obtained from these 10 tests were 
analyzed to calculate SI2 at 90th s for each test. Following 
it, the mean and standard deviation of the results at the hori-
zontal and vertical device orientation were calculated. When 
compared, the mean values of 0.98 (horizontal) and 0.99 
(vertical) show that the results are independent of device 
orientation. The low standard deviation values in both cases 
(horizontal S.D. = 0.01, vertical S.D. = 0.001) demonstrate 
the high repeatability of the rapid ESR measurement. These 
tests also verify that the developed system investigates the 
aggregation dynamics within the channel rather than the 
sedimentation effect of the cells that would otherwise have 
had different effects at the two device orientations.
For devices, which utilize optical measurement/detection 
mechanism, vibrations can interfere with the measurement 
results by increasing the baseline noise level (Mogensen 
and Kutter 2009; Myers and Lee 2008). Therefore, we also 
investigated the measurement performance of the system 
when the device is mechanically disturbed. Disturbance is 
created by harshly hitting with a plastic hammer at a region 
on the desk that was 20 cm far from the system. A total 
of six tests were performed. Each disturbance generated a 
mean instant force of 157 N (±20 N) at the hitting region. 
Figure 4 shows the intensities of the transmission signals 
obtained from the tests using 10 mg dextran-added sample. 
The black squares in the plots denote the times at which 
the disturbance was created during the tests. After the tests, 
the SI2 at 90th s was calculated from the optical signals 
for each test. The mean of the SI2 values of the six tests 
(mean = 0.91) as well as the standard deviation of the test 
results (S.D. = 0.046) were calculated. The standard devia-
tion is in an acceptable range, implying that the mechanical 
disturbance did not affect the test performance.
3.3  Effect of shear rate on red blood cell disaggregation
One of the major issues of the presented microfluidic 
ESR system and the conventional Westergren assay is 
the dependence of the results to the initial condition of 
the sample, which is assumed to be complete disaggrega-
tion of red blood cells. For the conventional assay, it is 
expected that operator disaggregates the blood sample by 
repetitive gentle upside down motion of the blood tube. 
Our system frees the user from this constraint by per-
forming a sample shaking action for 15 s before initiating 
the optical measurement. However, complete disaggrega-
tion of the sample depends on the microfluidic channel 
design, sample amount, and the mechanical unit used for 
disaggregation. In this section, we evaluate the perfor-
mance of the pinch valve in achieving the complete dis-
aggregation state in order to develop a foolproof sample 
conditioning for our system.
Blood is a non-Newtonian fluid demonstrating shear-
thinning behavior (Anand and Rajagopal 2004; Cokelet 
1987). Different models, such as Cross (Cross 1965), Wal-
burn-Schnock (Walburn and Schneck 1976), Carreau (Car-
reau et al. 1968; Gambaruto et al. 2011), have been devel-
oped to explain the non-linear shear rate and shear stress 
relation for non-Newtonian fluids. Among all, the Carreau-
Gambaruto model has gained more attention due to the 
higher agreement between computational and experimental 
Fig. 4  Investigation of the effect of vibration on the optical measure-
ments. Six tests were performed using the same blood sample. Black 
squares denote the times for external disturbance of 157 N (±20 N). 
Mean and standard deviation calculated from the SI2 values at the 
90th s for each signal were given
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results for blood (Mimouni 2016). According to the Car-
reau model, the viscosity of a non-Newtonian fluid can be 
given as:
where μ is viscosity, γ̇ is shear rate, μ0 and μinf are the zero 
and infinite shear rate limit viscosities, λ is the relaxation 
time constant, and n is the power law index. For blood, the 
constants were previously reported as μ0 = 0.0456 Pa.s, 
μinf = 0.0032 Pa.s, λ = 10.03 s, and n = 0.344 (Gambaruto 
et al. 2011).
Due to its low cost and ease of integration, we used a 
pinch valve in our system to achieve complete red blood 
cell disaggregation before the onset of the optical meas-
urement. We aimed to see the effect of the pinch valve on 
the disaggregation of red blood cells using the Carreau-
Gambaruto model. A finite element modeling software, 
COMSOL 5.0, was employed to study this effect. First, 
the PMMA channel with 1 mm width, 1 mm depth, and 
50 mm length was drawn as shown in Fig. 5a. The lami-
nar flow regime was applied with momentum balance and 
continuity equations using the shear parameters given in 
the Carreau-Gambaruto model for blood. There are sev-
eral pinch valves that are commercially available. As an 




example, we compared two pinch valves designed for dif-
ferent tubing dimensions for their disaggregation perfor-
mance: EW-98302-06 (Cole-Parmer) and EW-98302-00 
(Cole-Parmer). When these pinch valves were employed 
in the microfluidic system, the flow rates of blood in the 
channel was measured as 5 and 0.6 mm3/s, respectively. 
These flow rates were applied to the software for the 
inlets, and atmospheric pressure was used as the outlet 
boundary condition. The fluid was assumed to be fully 
developed. No slip boundary condition was used for the 
walls, and the fluid was assumed to be incompressible. 
Fine meshes were created that gave 1,002,047 elements. 
Mesh types for cross sections and along the channels 
were free triangular and swept, respectively. Figure 5a, 
b give the shear rate distributions along the channel for 
EW-98302-06 (PV-1) and EW-98302-00 (PV-2) pinch 
valves, respectively. To further investigate the shear rates 
formed at different points in the channel, center lines 
were drawn along one of the identical side of the chan-
nel surfaces and the channel center. As shown in Fig. 5c, 
for the channel center line, PV-1 creates shear rates that 
vary between 2.5 and 4.5 s−1, and PV-2 creates shear 
rate around 0.1 s−1 along the channel. Along the chan-
nel surfaces, shear rates applied to the cells by PV-1 and 
PV-2 are around 50 and 6 s−1, respectively as shown in 
Fig. 5  Finite element model results showing the shear rate dis-
tributions applied to red blood cells in the channels for different 
pinch valves. a Shear rate distribution when PV-1 pinch valve was 
employed. b Shear rate distribution when PV-2 pinch valve was 
employed. c Shear rate along the center line passing through the 
center of the channel. d Shear rate along the line passing through the 
center of bottom/top/left/right surface, respectively
 Microfluid Nanofluid (2017) 21:44
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Fig. 5d. It was previously demonstrated that shear rates 
below 1 s−1 is not sufficient for red blood cell disag-
gregation. An effective shear rate range for disaggrega-
tion was reported to be 1 s−1 < γ̇ < 100 s−1 (Mimouni 
2016). These results suggest that PV-2 fails to provide 
the threshold shear rate required for red blood cell disag-
gregation, whereas PV-1 provides the required shear rate 
both at the channel surface and the center.
To experimentally verify our computational results, 
two PDMS chips were fabricated for microscopic obser-
vation: one for PV-1 and the other for PV-2. We pipet-
ted the dextran-added dilute blood samples (see Materials 
section) into the chips. PV-1 and PV-2 were connected 
to the outlets of the chips. The pinch valves were oper-
ated for 15 s, and the cells were observed under micro-
scope using 40× microscope objective (Axio Vert.A1, 
Zeiss) immediately after stopping the pinch valve action. 
As shown in Fig. 6a, b, there is significant difference 
between the two cases. PV-1 can achieve complete disag-
gregation, whereas PV-2 falls short in applying enough 
shear rate to disaggregate the cells resulting in large rou-
leaux after the pump stops as seen in Fig. 6b. It is impor-
tant to note that Fig. 6a shows some small stacks of red 
blood cells which formed after the cease of the valve’s 
operation, confirming the rapid timescale of aggregation 
process reported in the literature (Baskurt et al. 2011a).
3.4  ESR measurement using whole blood
The microfluidic platforms that investigate human blood 
for either clinical or research purposes generally use venous 
blood obtained by venipuncture. However, most point-of-
care devices are used by non-technical personnel and work 
with fingerprick blood that is much easier to collect. It is a 
concern that fingerprick capillary blood may lead to errone-
ous results due to the fact that it contains higher amount of 
interstitial fluid and cell debris compared to venipuncture 
blood. In order to verify the potential of our microfluidic 
system as a point-of-care ESR device, we compared the 
results obtained from venous and capillary blood samples. 
For this purpose, we developed a PMMA microfluidic 
chip with two parallel channels (channel-A and channel-
B) with individual inlets and a shared outlet (Fig. 7b, c). 
The chip was fabricated by CNC-machining. Channel-
A was reserved for venipuncture blood, while channel-B 
was reserved for fingerprick blood. In order to prevent the 
coagulation of fingerprick blood, channel-B was washed 
for 20 s with 10 µl of EDTA solution (1.5 mg/ml) obtained 
from a Vacutainer blood collection tube (Becton–Dickin-
son). The EDTA solution was simply ran through channel-
B, and then the chip was left to dry for 30 min at room tem-
perature. The leftover EDTA residue on the channel walls 
was enough to prevent coagulation of capillary blood. We 
have also improved the analyzer to have two sets of LED-
photodetector pairs, aligned with one of the parallel chan-
nels. Then, the following experiments were performed:
1. Whole blood of a donor was drawn by venipuncture 
into a vacuum tube containing EDTA (1.5 mg/ml). It 
was tested using the single-channel chip and the ana-
lyzer with one LED-PD pair. 40 µl blood was pipet-
ted from the tube into the channel. Three repetitive 
tests were performed using different chips. The opti-
cal transmission signals obtained from these three tests 
were analyzed to calculate the SI2 at 90th s for each 
test. Figure 7a shows the test results and the schematic 
representation of the system.
2. The venous blood sample used in part-a was tested 
using the double-channel chip and the analyzer contain-
ing two LED-PD pairs. 40 µl blood was pipetted from 
the tube into channel-A. Three repetitive tests were 
performed using different chips. The same steps were 
Fig. 6  Visual observation of red blood cells just after the pinch valves stopped operating. a PV-1 was employed, and cells were disaggregated. b 
PV-2 was employed, and disaggregation was not achieved
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followed as given in part-a. Figure 7b shows the test 
results and the schematic representation of the system.
3. 40 µl fingerprick capillary blood was obtained from the 
same donor and introduced into channel-B of the dou-
ble-channel chip which was coated with EDTA. Three 
repetitive tests were performed using different chips. 
The same steps were followed as given in part-a and 
part-b. Figure 7c shows the test results and the sche-
matic representation of the system.
The results of three repetitive tests for each part were 
consistent as presented in Fig. 7. The mean values of SI2 cal-
culated at 90th s of the optical signals are 0.9420 (Fig. 7a), 
0.9394 (Fig. 7b), and 0.9275 (Fig. 7c). Also, the standard 
deviation for each part is acceptable. The mean values and 
the standard deviations are in good agreement for all three 
cases despite slightly higher S.D. for fingerprick blood sam-
ples. It is therefore apparent that the presented system can 
be used as a rapid ESR measurement system that can work 
as a point-of-care system using fingerprick blood sample as 
well as a laboratory unit that operates using whole blood 
collected in anticoagulated blood tubes.
4  Conclusion
We demonstrated the feasibility of a microfluidic plat-
form for point-of-care measurement of erythrocyte 
sedimentation rate utilizing the aggregation dynamics 
of red blood cells within 40 µl blood samples. Dextran-
mediated blood samples with different dextran concentra-
tion were prepared, which showed varying red blood cell 
aggregability properties. A dextran concentration interval 
was found where red blood cell aggregation and corre-
spondingly sedimentation rate increase linearly with the 
increasing concentration. We showed that the orientation 
of the device does not alter the test results, validating 
the use of the microfluidic system for hand-held use by 
non-professionals. Additionally, mechanical disturbances 
during the test were shown not to affect the optical sig-
nals obtained from the system. Also, two different pinch 
valves were integrated to the system, and their perfor-
mances for forming the required shear rate allowing red 
blood cell disaggregation were characterized computa-
tionally and experimentally. Finite element modelling 
was employed to find the shear rates on cells at different 
locations along the channel. Afterwards, the pinch valves 
were integrated to the system, and the stronger valve was 
experimentally shown to successfully disaggregate the 
cells. Finally, with a novel chip design and addition of 
another LED-photodetector pair to the analyzer, the sys-
tem was shown to perform ESR measurement from both 
venipuncture and fingerprick whole blood. This feature 
enables the applicability of the microfluidic ESR system 
at physician office laboratory, central laboratories, and 
at the point-of-care. In addition, the system features the 
ease-of-use, portability, and durability required for rapid 
ESR measurements at resource-poor settings.
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